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Abstract
African swine fever (ASF) is one of the most severe infectious diseases of pigs. In this study, a LAMP assay coupled with
the CRISPR Cas12a system was established in one tube for the detection of the ASFV p72 gene. The single-strand DNAfluorophore-quencher (ssDNA-FQ) reporter and CRISPR-derived RNA (crRNAs) were screened and selected for the CRISPR
detection system. In combination with LAMP amplification assay, the detection limit for the LAMP-CRISPR assay can reach
7 copies/μl of p72 gene per reaction. Furthermore, this method displays no cross-reactivity with other porcine DNA or RNA
viruses. The performance of the LAMP-CRISPR assay was compared with real-time qPCR tests for clinical samples, a good
consistency between the LAMP-CRISPR assay and real-time qPCR was observed. The method shed a light on the convenient,
portable, low cost, highly sensitive and specific detection of ASFV, demonstrating a great application potential for monitoring
on-site ASFV in the field.

1. Introduction
African swine fever (ASF) is a highly lethal contagious disease of swine caused by the African swine fever
virus (ASFV). ASF affects both domestic and wild suids of all breeds and ages, with a high mortality rate of
nearly 100% (Parker et al., 1969; Anderson et al., 1998). Normally, ASF presents with high fever, cyanosis
of the skin and severe hemorrhages in the lymph nodes. ASFV is a large and complex double-stranded DNA
arbovirus that is the only member of theAsfarviridae family, Asfivirus genus(Alonso et al., 2018).
At present, there is no treatment or effective vaccine commercially available (Penrith and Vosloo, 2009),
ASFV usually causes acute infection and it causes death before the production of protective antibody.
Therefore, the early detection of ASFV plays an important role in the prevention and control of the disease.
Both conventional and quantitative PCR are recommended by the World Organization for Animal Health
(OIE) as the gold standard for the detection of the ASFV genome (Aguero et al., 2003; King et al., 2003;
Aguero et al., 2004; Zsak et al., 2005). However, these methods require an expensive instruments and skilled
operators, which limits the application of these methods for on-site situations. Isothermal amplification
techniques, such as recombinase polymerase amplification (RPA) (Wang et al., 2017; Miao et al., 2019;
Fan et al., 2020; Zhai et al., 2020), loop-mediated isothermal amplification (LAMP) (James et al., 2010;
Mee et al., 2020; Wang et al., 2020a) and cross-priming amplification (CPA) (Fraczyk et al., 2016), have
been successfully used to detect ASFV. Moreover, those isothermal amplification assays in combination with
immunochromatographic strips have also been developed for application in the field. The main drawback of
these techniques is the lack of high specificity and sensitivity, which limits their application in the detection
of ASFV.
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Recently, nucleic acid detection techniques based on the clustered regularly interspaced short palindromic
repeats (CRISPR)-associated endonucleases (CRISPR/Cas) systems have been developed (Chen et al., 2018;
Gootenberg et al., 2018; Li et al., 2018). The detection relies on the cleavage preferences of Cas12 or Cas13 in
a nonspecific way after binding to a specific target DNA or RNA via programmable guide RNAs. Combined
with isothermal amplification RPA assay, the CRISPR system has been used for detecting ASFV(Bai et
al., 2019; He et al., 2020; Li et al., 2020; Lu et al., 2020; Wang et al., 2020b; Wu et al., 2020; Ren et
al., 2021). CRISPR/Cas-based diagnostic technology has been successfully applied to detect a variety of
human viruses, such as Zika virus (ZIKV) (Gootenberg et al., 2018), Dengue virus (DENV) and human
papillomavirus (HPV) (Tsou et al., 2019). However, the high cost of RPA assay limits its application in the
field.
To improve the existing tools and to overcome the limitations for ASF diagnosis. Here, the low-cost LAMP
amplification assay integrates with CRISPR Cas12a-based detection was developed. Compare with RPACRISPR based assays, LAMP-CRISPR uses less enzyme and less labor work, which is more efficient and
time saving. This inexpensive, highly sensitive and specific, portable and visual method will be an alternative
way for on-site ASFV detection, which might contribute to a timely monitoring and rapid strategy making
for control of ASF.
2. Materials and Methods
2.1 Biosafety Statement and Facility
All experiments with live ASF viruses were conducted within the enhanced biosafety level 3 (P3) facilities
at LVRI and were approved by the Ministry of Agriculture and Rural Affairs and the China National
Accreditation Service for Conformity Assessment.
2.2 Reagents and Instruments
NEBuffer 2.1, EnGen Lba Cas12a (LbCas12a) were purchased from New England Biolabs (MA, United
States). RNase inhibitor and ssDNA reporter were obtained from TAKARA (Tokyo, Japan). Fluorescence
intensity was measured by QuantStudio 5 (Applied Biosystems, Massachusetts, USA). Five Cas12a crRNAs
targeting the LAMP amplification of p72 were synthesized from GenePharma (Shanghai, China). The
fluorescence signal of degraded ssDNA-FQ report was visualized with a UV light transilluminator (Tiangen,
Beijing, China).
2.3 Oligonucleotide primers for LAMP
Oligonucleotide primers specific for ASFV were designed based on its p72 gene. Multiple sequences of p72
were aligned using MegAlign of the DNASTAR program (Version 7.1, DNASTAR, Madison, WI, USA). The
most conserved region of the gene was subjected to design LAMP primers using the PrimerExplorer V4
software (http://primerexplorer.jp). The LAMP primers comprised two outer primers F3, B3 and two inner
primers FIP, BIP. Five sets of primers were designed.
2.4 Optimization and evaluation of the LAMP assays
The LAMP reaction was conducted in a LAMP reaction mixture containing 12 μl of 2× LAMP buffer [40
mM Tris-HCl, pH 8.8, 20 mM KCl, 16 mM MgSO4 , 20 mM (NH4 )2 SO4 , 0.2% Tween 20, 1.6 M Betaine and
2.8 mM of each dNTP], The outer primers and inner primers were optimized from 50 nM to 600 nM. 1.0 μl
Bst DNA polymerase (New England Biolabs, MA, USA), 2.0 μl of extracted DNA and 4 μl of distilled water.
The reaction mixture was performed in ABI QuantStudio 5. In addition, the LAMP reaction temperature
was assessed by testing temperatures between 61o C and 67o C.
2.5 Evaluation of the sensitivity and fluorescence intensity of CRISPR Cas12a Detection
CRISPR Cas12a detection assays contained 50nM LbCas12a, 100 nM crRNA, 0.5 μl RNase inhibitor, 2
μl NEBuffer 2.1, FAM-BHQ1-labeled ssDNA reporter and various amount of dsDNA template p3xFLAGCMV-7.1-p72. The sample without dsDNA plasmid template was set as negative control. Reactions were
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incubated at a constant temperature of 37o C for 30 min and the fluorescent intensity was measured by ABI
QuantStudio 5. In addition, fluorescence was observed with a UV transilluminator.
2.6 LAMP-CRISPR fluorescence assay
LAMP-CRISPR fluorescence assays include LAMP amplification of the dsDNA template and an optimized
Cas12a cleavage assay. The LAMP reaction was added to the bottom of the PCR tube and Cas12a reaction
was placed into the cap of the tube (Figure 1). Reactions were firstly incubated at optimized LAMP reaction
temperature for 30 min. Then, the PCR tube was centrifuged thoroughly to mix the LAMP reaction and
Cas12a reaction. The mixed reaction was performed and the fluorescent intensity was measured using ABI.
The fluorescence can be observed with a transilluminator.
The p3xFLAG-CMV-7.1-p72 dsDNA was serially diluted from 7×106 to 7×100 copies/μl. The sensitivity of
the LAMP-CRISPR was analyzed with those of different dilutions of p72 dsDNA template. The fluorescent
intensity was measured by ABI. To further determine the specificity of the developed LAMP-CRISPR assay,
six porcine viruses including Classical Swine Fever Virus (CSFV), Foot-and-Mouth Disease Virus (FMDV),
Senecavirus A (SVA), Porcine Circovirus 2 (PCV2), Porcine Epidemic Diarrhea Virus (PEDV) and Porcine
Reproductive and Respiratory Syndrome (PRRSV) were tested.
2.7 Comparison of LAMP-CRISPR with Taqman® real-time qPCR from clinical samples
The Taqman real-time qPCR detection of the ASFV B646L (p72) gene was performed using a QuantStudio
5 system according to the procedure recommended from OIE described previously (King et al., 2003). The
primers and Taqman probe were shown in Table 1. Briefly, 10 μl of probe Master Mix (Takara, Dalian), 0.4
μl of primer F, 0.4 μl of primer R, 3 μl of DNA and ddH2 O. Reactions were conducted in a 25 μl volume
following the kit instructions. Reaction cycle parameters were set as denaturation at 95 °C for 5 min, followed
by 45 cycles of amplification, 95 °C for 15 s and 58 °C for 60 s. Pigs were infected with 10 HAD50 ASFV
(CN/GS/2018). Nasal and blood samples were collected at 1, 3, 5, 7, 9,11,13 and 15 dpi, tissue samples were
also collected when pigs were dead. A total of 41 ASFV clinical samples were used to assess the performance
of the LAMP-CRISPR. These materials comprised the nasal swab, spleen, liver, lung, submandibular lymph
node and kidney samples from pigs collected in Lanzhou Veterinary Research Institute. Meanwhile, the
real-time qPCR was also performed in parallel with DNA extracted from those samples.
2.8 Statistical analysis
Data were statistically processed by GraphPad Prism 5.0 (GraphPad Software, Inc., San Diego, CA, USA)
for analysis of variance (ANOVA). The data are represented as means with standard deviation (SD) of three
independent experiments. Results with p values of < 0.05 were considered significant.
3. Results
3.1 Establishing the fluorescent LAMP assay
The fluorescent LAMP assay was used to screen the optimal primers from the designed 5 sets of primers, the
concentration of primers and the reaction temperature. According to the application plot, the second set of
primer has the highest efficiency and was selected to perform the LAMP assay (Supplementary Figure S1),
the primers were shown in Table 1. The optimal concentration of outer primers (F3/B3) and inner primers
were 100 nM and 600 nM (Supplementary Figure S2), respectively. The optimal LAMP reaction temperature
was 63 o C (Supplementary Figure S3). In addition, the results also showed that the fluorescent LAMP assay
can detect 7 copies/μl with the aid of ABI QuantStudio 5.
3.2 Quantitative direct detection of ASFV nucleic acid with CRISPR Cas12a
We set out to develop a Cas12a-based direct detection assay for Viral DNA that would avoid the need for
expensive instrument and enable point-of-care testing (Figure 1). To develop a sensitive and portable fluorescence detection system, 5 crRNAs were selected to optimize Cas12a activation performance. The results
were shown in Figure 2A and 2B. According to the fluorescent intensity and the gradation of fluorescence,
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the crRNA 4 with the best active performance was selected to perform the CRISPR-Cas12a cleavage reporting reaction. Furthermore, the fluorescent intensity of ssDNA-FQ report 1 and ssDNA-FQ report 2 were
compared under the 50ng/μl and 5ng/μl of DNA template. The results revealed that ssDNA-FQ reporter 2
had higher efficiency (Supplementary Figure S4). Moreover, 500 nM of ssDNA-FQ reporter 2 was selected
and used to perform our assay (Supplementary Figure S5).
3.3 Sensitivity test of LAMP coupled with CRISPR Cas12a
When combined the LAMP and CRISPR cleavage reaction, the sensitivity of the LAMP-CRISPR reaction
was determined with a 10-fold serial diluted template with a concentration of 7× 106 copies/μl,7× 105
copies/μl,7× 104 copies/μl,7× 103 copies/μl,7× 102 copies/μl,7× 101 copies/μl and 7× 100 copies/μl of the
template, respectively. The results showed that the developed LAMP-CRISPR system can detect up to
7× 101 copies/μl of the dsDNA template (Figure 3). To further improve the sensitivity of this assay, the
proportion of the complex RNP formed by crRNA and Cas12a was further optimized with 7× 101 copies/μl
and 7× 100 copies/μl of the template. The results indicated that when the ratio of crRNA to Cas12a is
1:1 (50nM:50nM), the LAMP-CRISPR are able to detect 7× 100 copies/μl of the template in the reaction,
which is the detection limit of this method. Moreover, 6 out of 10 target templates with 1 copies/μl can be
detected by the LAMP-CRISPR system.
3.4 Specificity test of LAMP coupled with CRISPR Cas12a
To examine the specificity of LAMP-CRISPR detection of ASFV against other swine pathogens, including
CSFV, FMDV, SVA, PCV2, PEDV and PRRSV, the tests were performed for detection of the abovementioned antigens. The results showed that all of these tested swine pathogens were negative, while only
ASFV was positive (Figure 4), which demonstrated this method is highly specific for the detection of ASFV.
3.5 Evaluating consistency between the LAMP-CRISPR assay and the commercial qPCR kit
in porcine from clinical samples
To evaluate the performance of the LAMP-CRISPR assay, 41 clinical samples including nasal swab, spleen,
liver, lung, submandibular lymph node and kidney were assessed by both the LAMP-CRISPR and the
commercial qPCR assay. As shown in Table 2, 5 out of 6 nasal swabs, 5 out of 7 spleens, 2 out of 7 livers,
6 out of 7 lungs, 5 out of 7 submandibular lymph nodes and 5 out of 7 kidney samples tested positive in
both LAMP-CRISPR and qPCR assays, respectively (Figure 5). While only one more sample was positive
in the liver when tested with the qPCR assay. The Ct value of that positive sample for qPCR is 36.12, which
indicated the number of virus copies from that sample is quite low. This result showed 96.6% consistency
with these two assays, which supports LAMP-CRISPR can be regarded as a novel diagnostic assay for the
detection of ASFV.
4. Discussion
The prevalence of ASF in a variety of countries causes a serious social and economic impact, which is
limiting the trade of swine products and affecting food security. At present, molecular diagnostic techniques
of ASF are mainly relying on two OIE-recommended conventional and real-time qPCR technique methods.
Although these techniques have been widely validated and are useful tools for detecting of the disease, there
is still lack of convenience because of the expensive instrument and professional operation system. In this
study, a convenient, highly sensitive LAMP coupled with CRISPR-Cas12a assay was established for the
rapid detection of ASFV.
LAMP assay has been used to detect ASFV with high sensitivity and efficiency (James et al., 2010; Wang
et al., 2020a). The design of appropriate primers is one of the most important factors in optimizing the
LAMP reaction. Four primers that recognize six distinct regions on the target are required (Notomi et al.,
2000). In our study, five sets of primers were designed based on the conserved regions of the p72 gene,
which is the most essential structural component of the virion, accounting for 31%-33% of the total mass
of the virion (Carrascosa et al., 1984; Garcia-Escudero et al., 1998). According to the amplification plot of
those primers, finally, one set of primers was selected to establish the LAMP assay. Moreover, analytical
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sensitivity indicated that the LAMP can detect 7 copies/μl of DNA template at 63o C for 30 min. Although
LAMP assay has high analytical sensitivity, cross-contamination LAMP product into pre-reaction mixtures
can readily cause false-positive results. Thus, combining with the CRISPR system is effective to avoid the
false-positive cases.
The fluorescence reporter is quite important for visualizing nucleic acids in the CRISPR Cas12a reaction.
In this study, two FAM modified ssDNA-FQ reporters were tested. The results revealed that different
ssDNA-FQ has a prodigious difference for visualization. Therefore, the most effective ssDNA-FQ reporter
was selected in our study. More new types will be used to compare the effectiveness in the near future. Five
crRNAs were designed to target ASFV p72, and one of which exhibited the highest activity based on the
fluorescent signal. Parinaz et al have demonstrated that combinations of crRNA can increase the sensitivity
of Cas13a detection by activating more Cas13a per target RNA (Fozouni et al., 2020). Furthermore, the use
of multiple crRNAs that target different parts of the gene also safeguards against a potential loss of detection
because of naturally occurring viral mutations. Future work will entail a combination of crRNAs to improve
the sensitivity of nucleic acid detection through enhanced crRNA activity.
Previously, RPA coupled with CRISPR system has been established for on-site viral detection owing to the
similar optimal reaction temperature between two steps. However, the cost of the RPA reaction is too high
to be applied in the field. Therefore, in our study, LAMP combined with CRISPR Cas12a was developed
at a single test tube. The LAMP reaction reagents can be first put in the bottom of the tube, the CRISPR
reaction reagents remain stable within the cap of the tube. When the LAMP reaction is completed, the
CRISPR reagents can be spun down into the tube for detection of ASFV. At this moment, it is important
to notice that the temperature control of the test tube is essential, because the Cas12a can be inactivated
under high temperature. In the near future, the annular tube will be used to contain LAMP and CRISPR
reactions with different optimal temperatures.
The sensitivity of the LAMP-CRISPR method has demonstrated its capability of detecting ASFV. Cas12abased nucleic acid fluorescence reporting system reached a sensitivity level of 7× 108 copies/μl without amplification of DNA targets. In combination with LAMP amplification, the LAMP-CRISPR assay detected
the DNA target at a sensitivity level of 7 copies/μl. Moreover, when diluted the DNA target as 1 copies/μl,
6 out of 10 can be detected, which demonstrated its high sensitivity. In addition, the crude RNA extraction
methods (e.g. by using high temperature or lysis buffer to release nucleic acid) that could be performed in
the field has been tested. Indeed, the sensitivity of this method can be slightly decreased. The impact is not
that significant, but a more appropriate and optimized extraction methods is necessary to developed for the
on-site sample detection in the future. Furthermore, the results of the clinical samples test illustrated that
the LAMP-CRISPR assay not only requires less time than real-time qPCR but also simplifies the detection
process.
In conclusion, LAMP-CRISPR was established and used for the rapid, low-cost, sensitive, specific and
portable detection of ASFV. LAMP-CRISPR has great potential for on-site ASFV detection, which could
be an effective way for timely monitoring of ASFV to prevent the occurrence and spread of ASFV at an
early stage.
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Figure Legends
Figure 1. Schematic diagram of the LAMP amplification assay coupled with CRISPR system. The pictures
were captured under blue and UV lights by a smartphone camera or gel imaging system.
Figure 2. The efficiency of CRISPR/Cas12a trans-cleavage system induced by ASFV specific crRNAs. The
fluorescent signal was collected induced by different crRNAs with ABI QuantStudio 5 (A) and visualized by
gel imaging system using UV light (B).
Figure 3. Comparison of the detection limit between CRISPR/Cas12a system and LAMP-CRISPR assay.
The fluorescent signals from a series of 10-fold dilutions of dsDNA template p3xFLAG-CMV-7.1-p72 plasmid.
8: 7×108 copies/μl, 7: 7×107 copies/μl, 6: 7×106 copies/μl, 5: 7×105 copies/μl, 4: 7×104 copies/μl, 3: 7×103
copies/μl,2: 7×102 copies/μl,1: 7×101 copies/μl,0: 7×100 copies/μl. The fluorescent signals of different
dilutions were calculated by ABI QuantStudio 5 (A and B) and visualized by gel imaging system using UV
light (C and D) after performed with CRISPR/Cas12a system reaction and LAMP-CRISPR assay.
Figure 4. Specificity of LAMP-CRISPR assay for the detection of ASFV. The fluorescent signals were
calculated by ABI QuantStudio 5 (A) and visualized by gel imaging system using UV light (B) with DNA
viruses ASFV and PCV2, cDNA of CSFV, FMDV, SVA, PEDV and PRRSV by performing LAMP-CRISPR
assay.
Figure 5. Detection of ASFV in swine samples. Samples from nasal swab (A and a), spleen (B and b),
liver (C and c), lung (D and d), submandibular lymph node (E and e) and kidney (F and f) were tested by
LAMP-CRISPR assay, respectively, and the fluorescent signals were calculated by ABI QuantStudio 5 and
visualized by gel imaging system using UV light. Besides, S5 from nasal swabs was not available, which was
shown in empty tube from the picture a.
Supplemental Figures
Supplemental Figure S1. Application plot of fluorescent LAMP assay with 5 set of primers.
Supplemental Figure S2. Optimization of primer concentration with the fluorescent LAMP assay. The
concentration ratio of outer primer and inner primer with 50 nM:200 nM, 50 nM:400 nM, 50 nM:600 nM,
100 nM:200 nM, 100 nM:400 nM, 100 nM:600 nM, 200 nM:400 nM and 200 nM:600 nM was used to perform
the fluorescent LAMP assay, respectively.
Supplemental Figure S3. Optimization of the fluorescent LAMP reaction temperature. The LAMP assay
was performed under 61o C, 62o C, 63o C, 64o C, 65o C, 66o C and 67o C reaction temperature, respectively.
Supplemental Figure S4. Optimization of crRNA and ssDNA-FQ reporter for CRISPR/cas12a cleavage
report system. CRSIPR/Cas12a reaction activity was compared between ssDNA-FQ reporter 1 and ssDNAFQ reporter 2 by using three different crRNA sets (crRNA 3, crRNA 4 and crRNA 5) under two different
concentration of dsDNA template (5ng/μl and 50ng/μl).
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Supplementary Figure S5 . Optimization of ssDNA-FQ reporter concentration. The concentration of
100 nM, 200 nM, 300 nM, 400 nM and 500 nM ssDNA-FQ was used to perform the CRISPR system assay,
respectively. Amplification plot of CRISPR detection assay (A) and visualized by using UV light (B) with
different concentration of ssDNA-FQ reporter.
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